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ABSTRACT
The Keck Array is a cosmic microwave background (CMB) polarimeter that will begin observing from the South
Pole in late 2010. The initial deployment will consist of three telescopes similar to BICEP2 housed in ultra-
compact, pulse tube cooled cryostats. Two more receivers will be added the following year. In these proceedings
we report on the design and performance of the Keck cryostat. We also report some initial results on the
performance of antenna-coupled TES detectors operating in the presence of a pulse tube. We ﬁnd that the
performance of the detectors is not seriously impacted by the replacement of BICEP2’s liquid helium cryostat
with a pulse tube cooled cryostat.
1. INTRODUCTION
The presence of a curl component in the polarization pattern of the CMB is a generic prediction of inﬂation.1, 2
A detection of this so-called B-mode of the CMB polarization would not only provide “smoking gun” style
evidence that inﬂation occurred, but also oﬀer an important probe of GUT scale physics inaccessible to laboratory
experiments. The Keck Array is optimized to detect the degree scale peak of the inﬂationary B-mode spectrum,
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Figure 1. Left: CAD rendering of the modiﬁed drum of the DASI mount with 5 Keck cryostats installed. Right: Keck
cryostats installed in the DASI mount and ground shield (cutaway).
the amplitude of which is parameterized by the ratio of tensor to scalar perturbations in the early universe,
r ∼ T/S. The simplest models of single ﬁeld, slow roll inﬂation favor values of r ≤ 0.1. No B-mode polarization
has yet been detected. The current best upper limit on the B-mode spectrum of r < 0.24 has been set by
WMAP7 from temperature anisotropy alone.3 To constrain r further will require sensitive measurements of the
CMB polarization.
BICEP2, which deployed to the South Pole in November 2009 and will observe for the next two years, was
designed with the explicit goal of detecting inﬂationary B-modes.4 Its optical design follows from BICEP1, which
has constrained B-modes to r < 0.72.5 BICEP2’s small aperture (25 cm) and on-axis, cold, refracting optics
are ideal for characterizing and minimizing instrument systematics. The optics, which consist of anti-reﬂection
coated lenses and infrared blocking ﬁlters, are optimized for a single frequency.6 The focal plane consists of 512
antenna-coupled, TES bolometers operating at 150 GHz, and are described in detail in Ref. 7. Each detector is
sensitive to a single polarization orientation. Diﬀerencing the signal between members of 256 pairs of spatially
coincident detectors allows for a high level of rejection of common mode noise. The initial performance of the
BICEP2 detectors is described in Ref. 8.
Detecting the B-mode polarization of the CMB will require unprecedented sensitivity. To achieve this, the
Keck Array will deploy ﬁve BICEP2 style receivers, beginning with three in November 2010 and following with
two more in late 2011. These receivers will be ﬁt into an existing mount at the South Pole originally built for
the DASI experiment and most recently used for the QUAD experiment.9, 10 The azimuth/elevation mount has
a drum which can rotate about its axis, thus duplicating BICEP1 and BICEP2’s ability to rotate the entire
optics around the boresight. The mount with ﬁve receivers installed is shown in Figure 1. Because of the space
constraints imposed by the existing infrastructure, maximizing the number of receivers requires designing a very
compact cryostat. For this reason, and because the South Pole station does not have the resources to provide
enough liquid helium to keep many receivers cold through the 9 months during which the station is inaccessible,
the Keck Array will use pulse tube cooled cryostats in place of the liquid cryogen cryostats of BICEP1 and
BICEP2.
Section 2 discusses the design of the Keck cryostat and its thermal performance. Section 3 discusses the initial
performance of BICEP2 detectors operating in the cryostat, paying speciﬁc attention to any possible degradation
in performance compared to BICEP2.
2. CRYOSTAT DESIGN
The Keck cryostat, shown in cross section in Figure 2, uses a Cryomech PT410 two-stage pulse tube cooler,
mounted on vibration isolating bellows. According to Cryomech’s published cooling capacity curves, the ﬁrst
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Figure 2. Cross section of the Keck cryostat.
stage of the PT410 will maintain a temperature T < 50 K while conducting as much as 45 W of power. This
substantial amount of cooling power allows us to thermally sink three separate infrared blocking ﬁlters to the
50 K stage of the pulse tube. In BICEP2 these ﬁlters are mounted to liquid helium vapor cooled stages. Also
according to the system speciﬁcations given by Cryomech, the 2nd stage of the PT410 maintains a temperature
of ∼ 3.5 K at 0.5 W of conducted power, rising to ∼ 4.25 K at 1.0 W of power, nearly independent of the power
on the 1st stage. We have veriﬁed this in the lab for a nominal loading of 25 W on the 1st pulse tube stage.
Because of the ﬁnite cooling capacity of the PT410 we have taken great care in the design of our mechanical
supports to minimize parasitic loads onto the 4K stage, and in the design of our heat straps to maximize their
thermal conductivity.
A removable cryostat extension encloses the ﬁlter stack and the top of the optics tube. This extension could
be swapped out for one of a diﬀerent height, providing ﬂexibility in ﬁlter design and allowing the possible addition
of a stepped half wave plate.
The lack of a tank for liquid cryogens has allowed us to highly compactify the cryostat. The largest diameter
of the BICEP2/Keck insert is 14.76” and the main body of the Keck cryostat has an outer diameter of 18.0”,
leaving very little clearance between stages. The largest diameter of the cryostat, not including the oﬀ-axis
“doghouse” housing the pulse tube, is the 19.5” diameter of the extension piece and its mating ﬂange.
Magnetic shielding inside the cryostat is a sheet of rolled Amuneal A4K, which we have clamped to the 50 K
cylinder wall, drilled in place (mostly through pre-drilled holes in the shielding), and attached with low proﬁle
screws. The two ends of the A4K shield overlap by a few inches. The geometry of this shield is diﬀerent from
BICEP2, which is a rolled and welded cylinder. Also, because Amuneal has phased out Cryoperm and replaced
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Figure 3. Left: Carbon ﬁber mechanical supports at the back end of the cryostat. The bottom standoﬀ is one of three
two-member trusses thermally isolating the 50 K assembly from the 300 K vacuum jacket. The top standoﬀ is one of the
three trusses supporting the 4 K assembly oﬀ of the 50 K assembly. Right: Titanium 6-Al-4V mechanical supports at the
top of the cryostat. These constrain the top of the cold stages in the radial direction while allowing a large amount of
diﬀerential thermal contraction in the axial direction.
it with A4K, which is supposedly both higher performance and cheaper, the use of A4K in the Keck cryostat is
a diﬀerence from BICEP2.
2.1 THERMALLY ISOLATING MECHANICAL SUPPORTS
Each cold stage is mechanically supported at the back end of the cryostat by three sets of two-member carbon
ﬁber trusses. These trusses are shown in the left hand panel of Figure 3. Each truss consists of two .108” diameter
by 2.084” length carbon ﬁber rods epoxied into .141” diameter by .310” deep holes drilled into aluminum blocks.
The properties of carbon ﬁber at temperatures of 4 K and below were investigated in detail by Ref. 11. The
ratio of elastic modulus to thermal conductivity of carbon ﬁber is very high at cryogenic temperatures. At 4 K
this ratio is higher than any other other material tested in Ref. 11, including G10 and Vespel. At 50 K this ratio
drops but is still comparable to G10. The successful use of carbon ﬁber as thermally isolating truss supports for
the sub-Kelvin stages of the SPIDER and BICEP2 focal planes motivated its use in the Keck cryostats. FEA
analysis of the carbon ﬁber trusses indicates they will provide sub-arc-minute pointing accuracy and a mechanical
strength adequate for a 300 lb load with a safety factor greater than ﬁve. We have not measured their thermal
conductivity, but a simple calculation predicts of order 16 mW conducted from the 50 K to 4 K assembly.
The cold stages of the cryostat are supported at the front end by three v-shaped titanium 6-Al-4V “boomerangs,”
shown in the right hand panel of Figure 3. These pieces are very stiﬀ in the radial direction but quite ﬂexible
along the cryostat’s axis, an acceptable conﬁguration because of the stiﬀness of the rear carbon ﬁber supports
in the axial direction. The ﬂexibility of the titanium supports in the axial direction safely allows a large ( 0.2”)
diﬀerential thermal contraction between the 300 K and 50 K stages. Titanium was chosen for its high stiﬀness
and for its large yield-strength to thermal conductivity ratio at low temperatures, which was needed to accom-
modate the radial diﬀerential thermal contraction between stages. The total loading onto 4K from the titanium
supports is estimated from a simple calculation to be 35 mW.
2.2 ALUMINUM FOIL HEAT STRAPS
The liquid helium tank in the BICEP2 cryostat provides a large surface on which to directly mount the 4K
receiver. The Keck cryostat has no such surface. As such we have designed a very high thermal conductivity
heat strap to connect the pulse tube cold head to the BICEP2 receiver. Running contrary to this goal is the
need for the heat strap to be ﬂexible in order to avoid transmitting vibrations from the pulse tube to the focal
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Figure 4. The back of a Keck cryostat with the vacuum close-out plate removed, showing the 300 K, 50 K, and 4 K stages.
The 50 K aluminum foil heatstrap is visible in the lower right corner.
plane. To satisfy both these competing criteria we have constructed our heat straps from stacks of 99.999% pure
(5N) aluminum foil. The stacks of foil are pressed against OFHC copper blocks at either end via an aluminum
clamping plate and 10 18-8 stainless steel, 1/4”-20 bolts tightened to a torque of ∼ 10 ft-lbs. (We exceed the
torque limit for the bolts because we are using nuts and not threaded holes.) The 50 K heat strap is shown
in Figure 4. The strap is very ﬂexible along the axis connecting the pulse tube cold head and the 4K mating
surface, as well as along the axial direction of the cryostat, and will transmit motion in these directions very
weakly.
Great care is needed in the assembly of the heat straps to ensure good thermal contact between foils. To
this end we have constructed an assembly jig that holds the foils against the copper blocks via the aluminum
pressure plate during drilling. The pre-clamping of the foils prevents any edges from being raised. The pressure
plate is then fastened in place with screws and nuts, and the heat strap can be removed from the jig.
The use of 5N Al was motivated by its very high thermal conductivity at 4 K, which is approximately a
factor 10 higher than OFHC copper with a residual resistivity ratio of RRR= 50,12, 13 and by its low price and
availability relative to 5N Cu. A very low cross sectional area is needed to achieve an acceptable temperature
rise, thus allowing us to maximize the ﬂexibility of the strap. However, the use of high purity aluminum in
cryogenic applications seems to be discouraged in the literature.12 The reason cited is that the oxide layer on
aluminum gives it a very high thermal contact resistance, rendering it unsuitable for use unless extraordinary
measures are taken. Although we have taken care to maximize the thermal contact between foils, the foils are
not welded. Because the foils are stacked they mate to their end blocks in parallel. Thus the conductance of the
straps is limited by the contact resistance between foils. Nonetheless, we have not observed unacceptably high
contact resistances. A 4 K strap consisting of 10 foils, each 3.00” wide by ∼ 2.5” free length by .004” thick, was
measured to have a conductance of 1.1 W/K at 4 K, with a temperature rise of 0.48 K across it while conducting
0.53 W of power. Given the range of thermal conductivities among diﬀerent samples of 5N Al, which is given
by Ref. 12 to be 4 − 20 × 103 W/m/K, our calculations imply that the contact conductance between foils at
4 K must be somewhere in the range 3 − 9 W/K. We have since added an identical 10 foil stack to the reverse
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Figure 5. Noise PSDs of two detector pixels, which were shaded to allow them to be biased onto transition in the radiation
environment of the lab. In neither curve is the 1.4 Hz pulse tube frequency visible.
sides of the strap to increase its conductance by a factor of two. The thermal contact resistance of high purity
aluminum does not appear to be an insurmountable barrier to its use in high conductivity, ﬂexible heat straps.
To increase conductance further it would be possible to construct the end blocks from high purity aluminum (if
not 5N Al then perhaps Al 1100) and e-beam weld the foils to the blocks.
3. PERFORMANCE
The major diﬀerence between BICEP2 and Keck is the use of a pulse tube cooled cryostat in place of a liquid
helium cooled cryostat. We have performed initial commissioning of BICEP2 style detectors in the Keck cryostat.
We have not yet observed any large diﬀerences in performance of the detectors while running them in the presence
of a pulse tube as compared to BICEP2.
3.1 DETECTOR NOISE
One of the primary concerns regarding the performance of Keck as compared to BICEP2 is the possibility of
elevated detector noise at the 1.4 Hz pulse tube frequency. We have measured the noise power spectral density
(PSD) of two detector pixels, which are shown in Figure 5. A zotefoam vacuum window was in place on the
cryostat and both pixels were shaded to allow the titanium TESs to be biased onto transition in the elevated
loading conditions of the lab.14 The sampling rate was 406 Hz. The PSDs shown are an average of 10 separate
PSDs of 216 samples each, for a total integration time of 27 minutes. In neither of the PSDs is the 1.4 Hz pulse
tube frequency visible.
3.2 MAGNETIC PICKUP
There are diﬀerences between BICEP2 and Keck that might aﬀect the response of the SQUID multiplexers to
an external magnetic ﬁeld. First, as discussed in Section 2, the magnetic shielding in the ﬁrst Keck cryostat is
of a slightly diﬀerent geometry and size, and is made of a diﬀerent material than that in BICEP2. Second, the
pulse tube in the Keck cryostat introduces a large piece of stainless steel near the detectors.
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Figure 6. Left: SQUID response to a 0.1 Hz magnetic ﬁeld in units of SQ1 φ0 per Amp peak-to-peak for the Keck cryostat,
normalized to be comparable to a similar test performed for BICEP2. Right: The analogous test done for BICEP2.
We have tested the magnetic response of the SQUID multiplexers to a magnetic ﬁeld induced by Helmholtz
coils placed around the cryostat. The coils have r = 0.5 m and Nturns = 18, operated with a current of 5.8 Amps
peak-to-peak, and sweeping in frequency from 0.05 to 100 Hz. Figure 6 shows the response of the SQ1 arrays
operating closed-loop to the 0.1 Hz magnetic ﬁeld, as well as the response from a similar test conducted for
BICEP2. (Note that at the time this test was performed the Keck magnetic shielding was Cryoperm mounted
to the 4 K assembly. This has subsequently been changed to A4K mounted at 50 K. Also, the focal plane used
in the BICEP2 run uses single turn series SQUID arrays, while the Keck run has three turn SSAs.) There is
a factor ∼ 3 increase in magnetic response of the Keck SQUIDs as compared to BICEP2. Another eﬀect not
shown here is that the Keck SQUID response does not appear to fall oﬀ with frequency as compared to BICEP2.
However, we do not believe that either of these modest changes in SQUID response will signiﬁcantly impact
detector performance. Any residual magnetic response must be removed in analysis, which is discussed in detail
in Ref. 4.
4. CONCLUSION
The Keck Array will deploy 3 BICEP2 style receivers to the South Pole in November 2010. The initial deployment
will likely be three receivers at 150 GHz. Two more receivers will be added in November 2011. We have designed
and tested ultra-compact, pulse tube cooled cryostats. The cryostat design allows the maximum possible number
of receivers to be ﬁt into the existing DASI mount at the South Pole station. Initial detector commissioning
does not reveal any major impact on their performance arising from the new cryostats or the pulse tube, both
of which constitute the main diﬀerence between Keck and BICEP2. Because of this, we expect the Keck Array
to oﬀer unprecedented sensitivity to the B-mode component of the CMB polarization.
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